
 The newly developed GENIUSadapters provided by Komet Medical are an auxiliary device 
to ensure validated cleaning, making the cleaning result of GENIUS Shaver Blades repeatable 
and revisable at any time. This means that our GENIUS Shaver Blades – designed for repro-
cessing and therefore without hard-to-access areas – can be prepared in total safety. 
This was validated and confi rmed by the co. SMP GmbH. 

According to the Regulations for Operators of Medical Devices (MPBetreibV §4, paragraph 2), 
the operator is obliged to use a validated procedure for the reprocessing of instruments. 
This new auxiliary device enables the user to comply with these regulations.  The person 
carrying out the reprocessing can either choose the validated method provided by us with 
the indicated parameters (www.kometmedical.de) or opt to use the GENIUSadapters with 
his or her own validated method. Validated cleaning of the GENIUS Shaver Blades can only 
be achieved with the GENIUSadapters!

Komet Medical – Be on the safe side!

Validated cleaning of 
GENIUS Shaver Blades.

GENIUSadapters



Magnifying glass, 
8 times magnified

Visual control;
Magnifying glass 
if necessary, 
8 times magnified

Functional test:
The outer tube of the Shaver 
Blade is locked onto the inner 
tube and set in rotary motion 
with a finger

Inspection

Impurities

Fracture or damage to inner or outer blades

Obvious or hidden metal abrasion: 
the instrument is blunt

Residual corrosion is to be subjected to a special 
cleaning cycle. Advanced corrosion (e.g. pitting corro-
sion), as a result of which resistance to fracture can 
no longer be guaranteed, inevitably leads to the disposal of the instrument.

Difficult to rotate: low-vibration operation or proper 
chucking in the motor can no longer be guaranteed. 
Check whether the preceding cleaning cycle has been 
successful (=> additional cleaning) or if there is any 
bending ( => disposal).

Defects

Cleanliness

Surface

Form and 
Function

 �  Not clean �

 �  Free from defects �

 �  Fracture �

 �  Free from defects �

 �  Metal abrasion �

 �  Free from defects �

 �  Corrosion �

 �  Free from defects �

 �  Difficult to rotate

 �  Free from defects �

Protocol

A visual control and a functional test must be carried 
out at the end of each cleaning and disinfecting pro-
cess to ensure that the instruments are macroscopi-
cally clean and that damaged instruments are discar-
ded before being reintegrated in the preparation cycle 
(see reverse of page). 

The characteristics listed below determine the next 
step, i.e.

 ■  Packing      
 ■  An additional cleaning cycle       
 ■  Disposal    

*  Komet Medical GENIUS Shaver Blades are 
reusable, which is why it is particularly important 
to treat the instruments with care during use and 
reprocessing. Use Shaver Blades without pressure 
and observe the optimal speed.

Download this information 
from our website 
www.kometmedical.de!

Check list

 ■  Special cleaning

 

 ■  Disposal

 

 ■  Disposal

 

 ■  Special cleaning

 ■  Disposal

 

 ■  Additional cleaning cycle

 ■  Disposal

 

Action

 If the verdict in all categories is “free from defects”, the instrument is ready for sterilisation and  
 can be packed in sterilisation foil or boxes. To ensure low friction, apply suitable lubricating oil 
 to the inner blade of the GENIUS Shaver Blade.

only if     �  ■  Packing/sterilisation 
 
 

Check list of the Sterile Services Department - GENIUS Shaver Blades*

 Order numbers
GE 9001.DY –  compatible with Dyonics
GE 9101.LI – compatible with Linvatec
GE 9201.AC – compatible with Aesculap
GE 9301.ST – compatible with Stryker
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Pre-treatment

Instruments delivered in 
a non-sterile condition

Disposal of sterile 
one-way products

Subsequent cleaning

Disposal

Instruments delivered
in a sterile condition

Usage

Storage

Disinfection/ 
Cleaning

Sterilisation

Drying
Examination

Packaging

GENIUS.
It’s all about GENIUS Shaver Blades.
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 The GENIUSadapters are part of the “all-inclusive package” 
for GENIUS Shaver Blades made by Komet Medical. 
There is an auxiliary tool for each essential step in the 
reprocessing cycle to promote gentle reprocessing in 
compliance with legal requirements.

 Once the instruments have been treated in the cleaning 
and disinfecting device with the help of the GENIUSadapters, 
their condition can be controlled by means of a check list which 
can be downloaded from our website www.kometmedical.de. 
The check list contains all relevant criteria that need to be con-
sidered to decide whether an instrument is fit for reuse or if it 
should undergo a further cleaning cycle or even be discarded. 

 Subsequently, the GENIUS Shaver Blades should be stored 
in the GENIUSbox, to protect the sensitive instruments from 
external factors during sterilization and storage.

 

 The use of the above tools ensures successful reprocessing 
and safe reuse of the GENIUS Shaver Blades!


